Supplemental Data Fig. S2. Method comparisons of cyclosporine immunoassays using samples from patients with different transplant types. The indicated cyclosporine immunoassays were conducted on: cobas e 411 or cobas e 601 vs Architect using (A) kidney transplant patient samples alone, (B) liver transplant patient samples alone; cobas e 411 vs Dimension using (C) kidney, (D) liver, and (E) heart transplant patient samples individually; cobas e 411 or cobas e 601 vs Viva-E using (F) kidney and (G) bone marrow transplant patient samples individually.

(Continued to the next page)
Supplemental Data Fig. S2. Continued.